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Dates \ A^l I 

Res _ 
Shipment ©f DataMaster DMT S/iMs I Z. /1> ^ 6 f o r g n e Vermont 
Certification Pro|ect= 

Instrument Preparations 
1= Removed Simulator & secured simulator.arms with Ty-Wrap» ' ^ ^ - 1 / 
2= Removed breath tube= fCuc-t^ie^il 
3= Downloaded instrument files to USB thumb drive= tZ-*o~} 
4u Removed keyboard & s t y l u s . t t - Z o -ft 
5D Removed security screws & replaced with manufacturer 

suppBied screws. $E6**£y 2 - 7 c -i\ ~?cif 

6H Instrument bagged & packaged for shipment. 4^^' t^%t,-v-U 
7= How many TSSs are included with instrument? 5 

IMotiess 

Shipment in this Box Contains One DataMaster DMT with MO 
accessories^ and one Shipping l e m o . 
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Breath 
X = Interference, R 

Record Summary 
= Refusal, V = Invali d , I = Incomplete 

Test Test A g e n c y O p e r a t o r Name A l c o h o l A l c o h o l Sim. Sim. S t a t u s M e s s a g e 
Date Time Val. 1 Val. 2 C o n e . 1 C o n e . 2 

09/08/2010 06:51 ADDISON COUNTY SO GHILG F Y80YU 0.129 0.129 0.130 0.131 
09/08/2010 07:02 ADDISON COUNTY SO GHILG F Y80YU 0.000 0.000 
02/02/2011 23:04 RICHMOND PD RICK GREENOUGH 0.091 STANDARD OUT OF RANGE 
03/14/2011 10: 01 RICHMOND PD RICK GREENOUGH V 0.099 
03/14/2011 10:25 RICHMOND PD RICK GREENOUGH 0.236 0.099 
03/18/2011 00:03 RICHMOND PD ANDREW S GRAHAM 0.120 0.100 
03/19/2011 00:22 RICHMOND PD ANDREW S GRAHAM 0.170 0.100 
03/29/2011 22:22 RICHMOND PD RICK GREENOUGH 0.110 0.113 0.099 0.097 
06/29/2011 22:56 RICHMOND PD ANDREW S GRAHAM 0.138 0.101 
07/15/2011 02:17 RICHMOND PD ANDREW M GRAHAM 0.136 0.101 0.100 
07/19/2011 20:21 RICHMOND PD JACOB C HANSELL 0.119 0.120 0.101 0.100 
08/05/2011 00:25 RICHMOND PD JACOB C HANS ELL 0.201 0.100 
08/05/2011 20: 32 RICHMOND PD JAKE C HANSELL 0.100 RESPONSE TIMEOUT 
08/05/2011 20: 55 RICHMOND PD JAKE C HANSELL 0. 332 0.099 
08/12/2011 00:53 RICHMOND PD JACOB C HANSELL 0.135 0.127 0.100 0.099 
09/02/2011 02: 33 RICHMOND PD ANDREW S GRAHAM R 0.098 
09/02/2011 02: 53 RICHMOND PD ANDREW S GRAHAM 0.171 0.179 0.098 0.097 
09/08/2011 18 :12 RICHMOND PD ANDREW S GRAHAM 0.235 0.098 
09/08/2011 23:49 RICHMOND PD ANDREW S GRAHAM 0.129 0.099 0.098 
09/14/2011 19:53 RICHMOND PD ANDREW S GRAHAM 0.116 0.115 0.099 0.098 
09/30/2011 17:11 RICHMOND PD ANDREW S GRAHAM 0.160 0.162 0.098 0.097 
10/27/2011 23:24 RICHMOND PD ANDREW S GRAHAM 0.125 0.099 0.099 
10/28/2011 17:19 NEW HAVEN VSP TIMOTHY P HANLEY 0.134 0.099 
10/30/2011 22:08 NEW HAVEN VSP MARK BUSIER 0.106 0.105 0.099 0. 098 
11/11/2011 19: 31 RICHMOND PD ANDREW S GRAHAM 0.179 0.099 
11/11/2011 22:24 RICHMOND PD ANDREW S GRAHAM 0.108 0.099 
11/21/2011 19:01 RICHMOND PD JAKE C HANSELL 0.223 0.098 RESPONSE TIMEOUT 
11/21/2011 19:09 RICHMOND PD JAKE C HANSELL I 0.098 RESPONSE TIMEOUT 
11/22/2011 01: 30 RICHMOND PD JAKE C HANSELL 0.064 0.098 RESPONSE TIMEOUT 
11/24/2011 18:05 RICHMOND PD ANDREW S GRAHAM 0. 098 RESPONSE TIMEOUT 
11/24/2011 18:30 RICHMOND PD ANDREW S GRAHAM 0.099 RESPONSE TIMEOUT 
11/24/2011 18:49 RICHMOND PD ANDREW S GRAHAM 0. 098 RESPONSE TIMEOUT 
12/16/2011 00: 03 RICHMOND PD ANDREW S GRAHAM 0.096 0.097 0.099 0.098 
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S t a t u s Record Summary 
X = I n t e r f e r e n c e , R = R e f u s a l , V = I n v a l i d , I = Incomplete 

Test 
Date 

Test 
Time 

Test Type Status Message 

02/02/2011 23:04 Breath Test STANDARD OUT OF RANGE 
08/05/2011 20:32 Breath Test RESPONSE TIMEOUT 
11/21/2011 19:01 Breath Test RESPONSE TIMEOUT 
11/21/2011 19:09 Breath Test RESPONSE TIMEOUT 
11/22/2011 01:30 Breath Test RESPONSE TIMEOUT 
11/24/2011 18: 05 Breath Test RESPONSE TIMEOUT 
11/24/2011 18:30 Breath Test RESPONSE TIMEOUT 
11/24/2011 18:49 Breath Test RESPONSE TIMEOUT 
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